[Method of measuring soft part pressures in the oral cavity (author's transl)].
For measuring static and dynamic soft part pressures within the oral cavity, it is necessary to use specialized transducers and a suitable measuring method. The design of strain gage type pressure measuring probes is descirbed and problems of calibration and elimination of measurement errors are discussed.